[Dielectric measurements on the rabbit cornea using a surface electrode].
Using a concentric surface electrode, we measured in situ electrical impedance in the 10 kHz-100 MHz range for the anterior portion of eyeballs isolated from white rabbits. Replacement of fluid in the anterior chamber with an equal volume of air led to decreases in conductivity, resulting in a marked alteration of impedance behavior as expressed in a loss tangent plot. Eyeballs either with corneal erosin induced through mechanical abrasion or with endothelial injury caused by a 70% ethanol replacement in the anterior chamber were subjected to impedance measurements. Dielectric analysis based on the two-term Cole-Cole equation revealed that the observed overall dielectric dispersion could be divided into two subdispersions. Of these, the first dispersion, occurring at low frequencies was associated with the endothelial layer and the second, higher-frequency dispersion was due to the epithelial layer of the cornea.